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CAVEATS: 
Fictitious data was used to generate this ñmock documentò.  The 

glycoproteins described as biomarkers have not been validated to be biomarkers 
although they have been reported to be elevated in breast cancer patients as 
described in the INTRODUCTION.   

 Some of the features in the instrument platform described are not found in 
commercial instruments, although they have been used and reported in 
laboratory instruments described in peer reviewed publications. 

 The objective of this ñmock 510kò application was to deal with some of the 
issues in producing commercial tests that will be encountered in going to i) the 
assay of multiple antigen panels of markers,  ii) assaying single isoforms of 
multiple antigens, and iii) the need in the future immunological assays for high 
levels of antibody specificity analysis and validation through mass spectrometry 
based proteomic analysis of antibody bound antigens.  
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A. INTRODUCTION. 
The blood test described here was designed to determine isoforms of the 

glycoproteins histidine-rich glycoprotein, plasminogen, vitronectin, proteoglycan-4, 
clusterin, fibrinogen, kininogen-1, platelet factor 4, and serum amyloid A protein in 
plasma that bear sialyl Lewis (sLex) antigen, Lewis x (Lex) antigen, or both; all of which 
are elevated three fold or more above levels found in breast cancer free subjects.  

The intended use of this test is for subjects whose mammograms have 
been classified by the Breast Imaging Reporting and Data System1 (BI-RADS) as 
being of category 4 risk. The vast majority of screening mammograms are classified in 
the BI-RADS 1 and 2 categories.   Seven percent of mammograms classified as BI-
RADS category 3 require some patient follow-up.  Approximately 2% for BI-RADS 
category 3 subjects actually have breast cancer.  According to the original publication, 
subjects in the BI-RADS 4 category have roughly a 14% chance of having breast 
cancer.   More recently it is being suggested that 25% of BI-RADS 4 patient could have 
breast cancer.   

Subjects with a category 5 mammogram have a 95% chance of having breast 
cancer based on features in the mammograms such as masses with spiculated margins 
and/or irregular shape, as well as calcifications with linear morphology and/or segmental 
distribution.  For this reason, there is little value in running the blood test described here 
on this population.  BI-RADS 5 classified subjects will have a biopsy.  BI-RADS 6 
subjects have already had a positive biopsy indicating breast cancer. 

This immunological array platform and the assays being run differ from 
conventional immunological assays and mass spectrometry based proteomics 
approaches in that i) multiple (8 to over 100) intact protein biomarkers are being 
determined in 20 or more plasma samples in parallel within an hour, ii) isobaric isoforms 
of protein biomarkers are being distinguished and assayed that do not ionize well in 
mass spectrometry, iii) both peptide epitopes and epitopes resulting from post-
translational modifications on biomarkers are being targeted in the same assay, iv) 10 
fold measurement redundancy is used with each analyte to increase measurement 
accuracy and provide ñat-useò quality assurance, v) non-specific binding is determined 
and auto-subtracted, vi) internal and external calibration standards are used to achieve 
absolute and relative quantification, and vii) all ñwet-chemicalò components of the 
system are disposable, precluding sample carry-over between analyses. 
       

B.  MEASUREMENTS. 
The measurements described here use and immunological assay strategy to identify 

multiple glycoproteins that bear both a polypeptide epitope unique to the specific protein 
and either the Lex or sLex glycan epitope.  The scientific evidence that these 
glycoproteins are markers, the mechanism of cancer metastasis, and execution of 
assays are discussed below. 
 

1. Background.  
Aberrations of cellular glycosylation involving a small number of biosynthetic 

pathways are common phenotypes in cancer2.  Moreover, cancer triggers the 
formation of oligosaccharide structures on glycoproteins not normally produced 
in human subjects. These structural changes alter the function of tumor cells, their 
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antigenic and adhesive properties, their potential to invade peripheral tissues, and 
ultimately their ability to metastasize.  Lewis x (Lex), sialyl-Lewis x (sLex), sulfosialyl-
Lewis x (sLex), and sialyl-Lewis a (sLea) antigens (Figure 1) in various combinations are 
elevated in the glycoproteins of breast cancer patients along with increased ɓ 1,6-
branching and the addition of fucose3,4, galactosamine5, sialic acid6 and lactosamine 
oligomers to glycans on glycoproteins7.  Up-regulation of the glycosyl transferases 
required to synthesize these deviant oligosaccharide appendages has been reported as 
well8.  These changes in N- and O-linked glycosylation patterns of proteins are 
commonly observed on the surface of malignant cells during cancer progression.  
Tumor-associated glycans have been connected to tumor grade, metastasis, and poor 
prognosis9.  Aberrations in glycosylation at the periphery of protein conjugated glycans 
appear to promote metastasis by diminishing cellular adhesion in the primary tumor10 
and enhancing the binding of metastasized cells at remote sites11.   

 
 

 
   
 
 
 
 
 
 
 
 
 
 
 
 
    
       
Figure 1.  Lewis antigens associated with cancer. 
 

Subsequent to tumor initiation and proliferation at a primary site, metastasis often 
occurs by i) dissociation of malignant cells from the tumor, ii) invasion of the basal 
membrane to which the tumor is attached, iii) migration through tissue into the 
circulatory or lymphatic system, iv) transport to remote sites, and v) extravascular 
invasion at those sites.  A critical element of metastasis is that malignant cells find a 
favorable site at which to bind and proliferate in remote organs.   Without this, migrating 
tumor cells die.  Attachment at distant sites is greatly facilitated by the selectin family of 
lectins12,13,14.  Expression of sLex and Lex on cell-surface glycoproteins gives malignant 
cells the ability to adhere to L-selectin on leukocytes, E-selectin on the vascular 
endothelium, and P-selectin on platelets 15,16,17,18,19,20,21,22.    

Extracellular communication plays an important role in adhesion and 
extravascular invasion in the case of breast cancer23.   Tumor cells induce the 
expression of E-selectin on endothelial cells through release of cytokines, such as IL-

Commented [A2]: This appears to be in already diagnosed 
cancers 
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beta.  Following sLex mediated adhesion of tumor cells through E-selectin on the 
vascular endothelium, adjacent endothelial cells are induced to release cytokines, such 
as HB-EGF that stimulate transmigration of tumor cells into extravascular tissues.  

There can be a mechanical component to metastasis as well.  Sialyl-Lewis x 
modulates the rolling of leukocytes and tumor cells on the vascular endothelium24.  
Activated endothelia, platelets, and leukocytes increase the probability of tumor cells 
forming clusters with other cells that are sufficiently large to lodge in the 
microvasculature of distant organs.  This allows the extracellular communication 
process noted above to stimulate transmigration of cancer cells through adjacent 
vascular walls. 

Lewis antigens can be linked to glycoproteins in multiple ways.  Although Lewis 
antigens can be bound at either N- or O-glycosylation sites, core 2-O-glycans modified 
with sLex (C2-O-sLex) confer highest selectin binding affinity to glycoproteins.   
Formation of C2-O-sLex glycans is enhanced by expression of the core 2 ɓ(1,6) N-
acetylglucosaminyltransferase (C2GnT) enzyme25.  C2GnT forms ɓ1,6 branched C2-O-
glycans for sLex modification.  C2-O-sLex glycans are ligands for all three selectins26.  
mRNA levels of these enzymes have also been found to be elevated in tumor cells and 
to positively correlated with metastasis.   

The concentration of sLex bearing isoforms of histidine-rich glycoprotein, 
plasminogen, apolipoprotein A-I, vitronectin, proteoglycan-4, clusterin, Ig gamma-2 
chain C region, Ig mu chain C region, and inter-alpha-trypsin inhibitor heavy chain H4 
glycoprotein have all been shown to change three fold or more in breast cancer 
patients27.  Similar findings have been reported with Lex bearing glycoforms of clusterin, 
fibrinogen alpha chain, fibrinogen beta chain, kininogen-1, platelet factor 4, serum 
amyloid A protein, and vitronectin28.  

 
2.  Immunological assay for Lewis x bearing isoforms of a protein.    
Glycoproteins exist in large numbers of glycoforms, many in which the glycans 

are isobaric.  Affinity selection is a valuable asset in distinguishing between isobaric 
isoforms.  Glycoforms carrying either Lex or sLex antigens are being determined in this 
immunological assay platform with a sandwich assay using an immobilized capture 
antibody (-Ab1) targeting a peptide epitope that selects all forms of the antigen (Ag) from 
a plasma sample.  After washing away unbound proteins antigens are quantified in two 
ways.  Non-biomarker antigens present at 10 ng/ml or higher are determined by 
spinning disc interferometry.  This is true of clusterin, plasminogen, and fibrinogen.  At 
low concentration, as in the case of glycoprotein isoforms it is necessary to use a 
fluorescent sandwich assays with laser induced fluorescence (LIF) detection.  A 
sandwich is created when a fluorescence labeled secondary antibody (Ab2Lex* or 
Ab2sLex*) targeting Lex or sLex antigens in the captured antigen (Ag) is added to form an 
Ab1:Ag:Ab2* complex. Two types of sandwiches will be formed, sometimes with the 
same protein.  In one the immunological complex is Ab1:Ag:Ab2Lex* while in the second 
the complex is Ab1:Ag:Ab2sLex*.  Quantification is based on laser induced fluorescence 
(LIF) of the fluorescing second (Ab2*) antibody. 

The IgM type monoclonal antibody TG-1 binds with high selectivity to Lex 
antigens whether they are coupled to 0- or N-linked glycans.   The IgM type monoclonal 
antibody CHO-131 binds to sLex glycans, preferentially to core 2-O-glycans but also to 

Commented [A3]: You provided a lot of discussion about 
these proteins being markers of metastasis.  Your clinical 
study (or if available, appropriate and adequate literature) 
would need to show these markers distinguish malignancy 
from benign lesions in your intended use population, that 
would be expected not to often include metastasized cancers. 

Commented [A4]: From IU population or already diagnosed 
and/or treated patients? 



 

 8 

I-type N-linked glycans.   With glycoproteins carrying multiple glycoforms, Lex and sLex  
can bind at more than one site.  It is important to note that this assay lacks the 
specificity to differentiate between glycoforms that bear one or several of these Lewis 
antigens.   Immunological assays in general lacking the ability to differentiate between 
proteins with a single and redundant  epitopes.   

Assays of single protein isoform(s) bearing the Lex or sLex antigens are achieved 

at a 150 mm diameter individual antibody array element in a 1 mm diameter sample well 
containing 128 array elements (Figure 2).  Each array element has a single immobilized 
antibody species.    Individual antibodies immobilized on the array elements are directed 
against either a) a peptide epitope in one of the glycoprotein cancer markers taken from 
the group clusterin, plasminogen, fibrinogen, kininogen-1, platelet factor 4, serum 
amyloid A protein, histidine rich protein, proteoglycan-4, or vitronectin, b) an internal 
standard protein, c) a glycoprotein in plasma being used as a reference, or d) a protein 
in plasma being used to assess degradation during storage.  Monoclonal antibodies 
targeting a peptide epitope in histidine-rich glycoprotein, plasminogen, apolipoprotein A-
I, vitronectin, proteoglycan-4, clusterin, fibrinogen, kininogen-1, platelet factor 4, or 
serum amyloid A protein are being used in all cases.  

A human plasma sample is added to the sample well in Figure 2 and allowed to 
incubate at room temperature (~27 oC) for 30 min during which time antigen is captured 
at a specific array element (or elements) to which an antibody targeting a peptide 
epitope on the antigen has been immobilized.  Proteins not bound and incorporated into 
a high affinity immunological complex on an antibody array element are eluted from the 
well in a washing procedure to be described in more detail below.    

sample well containing an

immunological array

high resolution AFM of a single array

element with immobilized antibody

150 um diameter array element

 
 Figure 2.  Immunological array format to be used in glycoprotein isoform assays. 
 

A solution containing 10 mg/mL of fluorescent labeled, Lex or sLex targeting 
second antibody is added to the sample well and allowed to incubate at room 
temperature (~27 oC) for 30 min.  During this incubation period the sLex or Lex targeting 
second antibody in solution stoichiometrically binds to the Lewis x moiety (or moieties) 
of glycoprotein antigen isoforms captured by the first antibody.   Because some 
antigens have more than one glycosylation site it is possible they will contain multiple 



 

 9 

Lex or sLex antigens or both antigens on the same glycoprotein.  Second antibody not 
involved in antigen:antibody complex formation is removed by extensive washing.   

Assaying the amount of an antigen bound at a specific array element is achieved 
through a LIF determination of the amount of fluorescent labeled second antibody 
bound at the array element.   
 Because each sample well has 128 array elements, each of the cancer 
biomarkers is assayed at 10 identical array elements.  Array elements bearing any 
particular first antibody for a specific antigen are randomly distributed throughout the 
immunological array to preclude the possibility of positional bias.  The objective of doing 
this is two fold.  One is to assess manufacturing reproducibility and/or antibody stability 
after shipping and storage.   If the relative standard deviation between these identical 
array elements is greater than 30%, the data system informs the analyst the array failed 
field quality control tests and the assay should be repeated.   The second reason for 
running multiple assays of an antigen is to increase measurement accuracy.  Assay 
redundancy relative to accuracy will be discussed at greater length below.  
 It is also important to note that 5 array elements in each well carry immobilized 
immunoglobulin G and immunoglobulin M from mouse since all of the antibodies used in 
the tests described here are from mouse.   These array elements are used to detect 
non-specific binding human plasma proteins to mouse antibodies.   This is particularly 
important in the mass sensitive SDI detection mode.   Signal produced by non-specific 
binding is subtracted from all other array elements.  

The sensitivity of the LIF detector used in these studies was not as high as is 
generally the case with LIF detectors.   This is because the low power laser was used in 
SDI detection was also used in LIF detection to reduce the sensitivity of this detector.   
Sensitivity is increased 100 to 1000 fold in another model of the Quadraspec Reader by 
using a separate laser for LIF detection, increasing the power of the laser, and refining 
the optics. 
 
 3.  Multiple biomarker assays for Lewis x and sialyl Lewis x bearing 
isoforms.   The assay of individual Lex or sLex antigen bearing glycoproteins has been 
described above. The objective of the test described in this document is to examine 
plasma samples for the presence of at least eight glycoprotein breast cancer 
biomarkers that according to the scientific literature are involved in metastasis29,,29.    
The first antibody for each of these breast cancer marker proteins is immobilized on 10 
randomly distributed array elements.  The specific position in the immunological array 
and identity of the 110 antibodies used in this multiple biomarker assay process is 
known and recorded in the fluorescent reader data system.  
 Lex or sLex bearing isoforms of all the proteins noted above have been found to 
be elevated 3 fold or more in all breast cancer patients of stage 2 and beyond29,31. 
 

4.   Internal standard proteins.   A troublesome aspect of quantifying proteins in 
plasma is that blood volume is not constant and antigen concentration will vary 
accordingly.  A simple way to compensate for this variable is to relate cancer marker 
measurements to the mean concentration of a few abundant proteins in plasma that are 
not disease associated and vary little between patients.   Transferrin, haptoglobin, Ŭ1-

antitrypsin, and a2-macroglobulin were chosen as internal standards and measured by 
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spinning disc interferometry (SDI).   SDI is mass sensitive, measuring the amount of 
antigen bound to an antibody without the use of secondary reagents, such as a second 
antibody.   There is excellent correlation between SDI response and mass spectrometry 
based quantification by multiple reaction monitoring (MRM) as seen in Figure 3 with 
clusterin.  Samples used to carry out this correlation study were obtained by stripping 
clusterin from the NIST plasma standard and adding clusterin back at the indicated 
concentrations.  Clusterin was obtained from Sigma and characterized by mass 
spectrometry based proteomics.  Quantification of clusterin in samples was achieved by 
the multiple reaction monitoring (MRM) method. The concentration of a protein is 
determined in the MRM method by using at least three synthetic carbon-13 labeled 
tryptic peptides of the protein that serve as internal standards.  These internal standard 
peptides were heavy isotope labeled to facilitate their differentiation from tryptic 
peptides obtain upon proteolysis of the natural protein.  The internal standard peptides 
were added to tryptic digests of sample aliquots at a fixed concentration and the isotope 
ratio of the internal standard to sample peptides determined by tandem mass 
spectrometry using at least three fragment ions in the second dimension of mass 
spectrometry for quantification of each tryptic peptide. 
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Figure 3.  Correlation of interferometric and mass spectrometry based quantification of 
clusterin.  . 

 

Dose response curves with transferrin, haptoglobin, Ŭ1-antitrypsin, and a2-
macroglobulin in the SDI (Figure 4) detection mode were constructed using proteins 
obtained from Sigma.  These internal standard proteins were also identified and 
quantified in samples by the MRM method.  Again internal standard peptides were 
heavy isotope labeled to facilitate their differentiation from tryptic peptides and added to 
tryptic digests of sample aliquots at a fixed concentration.  The isotope ratio of the 
internal standard to sample peptides was determined by tandem mass spectrometry in 
the same manner as described above. 

Haptoglobin and a2-macroglobulin are the better of the four proteins to use as 
plasma standards because they fall in a linear range of the calibration curve.  
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Transferrin and a1-antitrypsin are at the top of the dose-response curve and will 
respond minimally to changes in protein concentration among patients.    Dilution can 
be used to bring all the standards into the linear range of the SDI detector but several of 
the breast cancer protein markers would be at too low a concentration for accurate 
detection.   
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Figure 4.   Protein dose response curves of several abundant reference proteins with 
the Quadraspec Integra SDI detector.  The red dots on the curves are the mean 
concentration of these proteins reported in plasma30.  The dotted red line at the bottom 
of the curves is the lower limit of detection. 
 

Clusterin, fibrinogen, and plasminogen also occur in plasma at total 
concentration levels detectable by SDI.  Concentrations of these three proteins are 1.08 
x 10-4 g/ml, 2.72 x 10-3 g/ml, and 1.08 x 10-4 g/ml, respectively. The SDI dose response 
curve for these proteins is seen in Figure 5.  Again these proteins were obtained from 
commercial suppliers and quantified by MRM based tandem mass spectrometry using 
synthetic carbon-13 labeled internal standard peptides.  These three proteins are 
routinely measured in plasma by SDI as part of this test.  Glycoproteins used in this 
dose-response experiment are a mixture of all the natural glycoforms.   Values for these 
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three proteins are determined in both control and breast cancer patients by SDI during 
the course of a patient sample assay. These three proteins also occur in plasma as 
isoforms carrying Lex and sLex antigens that constitute a small fraction of the total 
parent protein.   The Lex and sLex isoforms of these proteins are measurable by LIF with 
a fluorescent sandwich assay as will be shown below.   
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Figure 5.   Dose response curve for the clusterin, plasminogen, and fibrinogen.  

The red dots on the curves in Figure are the mean concentration of these proteins 
reported in plasma.  The dotted red line at the bottom of the curves is the lower limit of 
detection. 
 

A calibration mixture of transferrin, haptoglobin, Ŭ1-antitrypsin, and a2-
macroglobulin along with human clusterin, plasminogen, and fibrinogen are provided 
with assay kits at concentrations found in normal plasma.  [These concentration values 
were noted above.]  The glycoprotein standards supplied with the kit are a mixture of all 
the natural glycoforms.   This mixture is used on a daily basis to calibrate the Integra 
Reader.  The calibration mixture is stable at 4 oC for a week after the kit is opened. The 
ratio of SDI measurements between the internal standard proteins transferrin, 

haptoglobin, a1-antitrypsin, and a2-macroglobulin and total amount of clusterin, 
fibrinogen, and plasminogen in groups of 100 normal subjects and 20 breast cancer 
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patients is seen in Table 1.  The normal samples were taken from BI-RADS 1 and 2 
category patients whereas the cancer patient samples were from BI-RADS 6 patients.   
Each of the subjects in the cancer group had a positive breast cancer biopsy.    Values 
used in calculating these ratios were the mean of measurements from 10 different array 
elements targeting the same antigen in a well.  In the SDI detection mode each array 
element is read individually.  
 
 

 
 
There is some difference in the SDI ratios between normal subjects and cancer 

patients in Table 1 but the variations are so small they lack diagnostic significance.   
This is interpreted to mean there is little difference in the expression levels of clusterin, 
fibrinogen, and plasminogen between control and cancer patients.  This is further 
supported by the fact that all the ratios of difference between control and cancer 
patients are near one. The difference ratios between cancer and control subjects in 
Table 2 are five or more in all cases compared to Table 1 where difference ratios 
were near one of slightly below.   This shows that the glycoprotein markers carrying 
the Lex or sLex antigens have increased substantially in breast cancer patients.  The 
fact that the total amount of clusterin, fibrinogen, and plasminogen increased little 
according to the SDI measurements while the amount of the glycoforms increase many 
fold means there was almost no change in the expression of clusterin, plasminogen, 
and fibrinogen while changes in Lewis antigen synthesis on these proteins were very 
large. 

 
 
 

Table 1.   SDI measurement ratios between the internal standard proteins transferrin, 

haptoglobin, a1-antitrypsin, and a2-macroglobulin and total amount of the cancer 
associated proteins clusterin, fibrinogen, and plasminogen. 
Non-cancer subjects (n-100)1 ratio3  Breast cancer patients  (n-20)1,2         ratio3 

SDItransferrin/SDIclusterin  3.7±0.41 SDItransferrin/SDIclusterin               3.1± 0.96        0.83 

SDIhaptoglobin/SDIclusterin  1.2±0.28 SDIhaptoglobin/SDIclusterin       0.81±0           0.65 
SDIŬ1-antitrypsin/SDIclusterin  1.3±0.41 SDIŬ1-antitrypsin/SDIclusterin       1.1±0.19      0.85 

SDIa2-macroglobulin/SDIclusterin  1.7±0.61 SDIa2-macroglobulin/SDIclusterin   1.1±0          0.64 
SDItransferrin/SDIfibrinogen   1.5±0.33 SDItransferrin/SDIfibrinogen          1.2±0          0.80 
SDIhaptoglobin/SDIfibrinogen       0.46±0.19 SDIhaptoglobin/SDIfibrinogen       0.35±0.12    0.76 
SDIŬ1-antitrypsin/SDIfibrinogen     0.52±0.18 SDIŬ1-antitrypsin/SDIfibrinogen     0.41±0         0.79 

SDIa2-macroglobulin/SDIfibrinogen 0.66±0.25 SDIa2-macroglobulin/SDIfibrinogen 0.57±0.17    0.86 
SDItransferrin/SDIplasminogen     3.8±1.7 SDItransferrin/SDIplasminogen   2.7±0.51    0.71 
SDIhaptoglobin/SDIplasminogen    1.1±0.19 SDIhaptoglobin/SDIplasminogen 0.94±0.23    0.85 
SDIŬ1-antitrypsin/SDIplasminogen    1.2±0.43 SDIŬ1-antitrypsin/SDIplasminogen   1.3±0.31   1.08 

SDIa2-macroglobulin/SDIplasminogen 1.9±0.51 SDIa2-macroglobulin/SDIplasminogen1.4±0.27   0.74 
1Values reported are the average of measurements taken from 100 subjects. 
2Subjects used in these measurements had tested positive in a breast cancer biopsy. 
3Ratio of breast cancer values/non-cancer subjects. 
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Relative concentration differences between glycoprotein markers in the normal 
versus cancer patient group using the fluorescent sandwich assay method described 
above are seen in Figures 6 A and B.   The difference ratio between control and cancer 
subjects seen with the clusterin, plasminogen, and fibrinogen isoforms in Table 2 based 
on LIF/SDI measurements is close to the amount of change seen in Figures 3 and 6 
with the same groups of subjects.    

Figure 6 shows the fluorescence sandwich assay dose response curves for nine 
protein maker proteins using the Quadraspec Integra Reader.   The mean fluorescence 
was computed from 10 immunological array elements bearing an antibody targeting the 
protein being measured.  The values reported in the Table are based on sandwich 
assays using a fluorescent labeled second antibody targeting either the Lex or sLex. 
antigen.  The second antibody in the assay was a mixture of Lex and sLex targeting 
antibodies.  Antibody from clone TG-1 targeted Lex while antibody from clone CHO-131 
targeted sLex.  Both antibodies were obtained from Santa Cruz Biotechnology Inc. 
Samples from100 subjects with BI-RADS 1 and 2 category mammograms were used as 
the normal control samples.  Samples of 20 patients with BI-RADS 5 mammograms with 
a breast cancer positive biopsy were use as the cancer positive samples.  The cutoff 

Table 2.   The ratio of LIF/SDI measurements between the cancer associated Lex and 
sLex isoforms of clusterin, fibrinogen, and plasminogen determined by LIF and the 

total amount of the individual internal standard proteins transferrin, haptoglobin, a1-

antitrypsin, and a2-macroglobulin determined by SDI. 
      Non-cancer subjects (n-100)1    Breast cancer patients  (n-100)1,2      ratio 
LIFclusterin/SDItransferrin  1.7±0.57 LIFclusterin/SDItransferrin  15±6          8.82 

LIFclusterin/SDIhaptoglobin 5.4±2.1 LIFclusterin/SDIhaptoglobin 43±19        7.96 
LIFclusterin/SDIŬ1-antitrypsin 4.8±1.4 LIFclusterin/SDIŬ1-antitrypsin 39±11        8.13 

LIFclusterin/SDIa2-macroglobulin 3.7±1.2 LIFclusterin/SDIa2-macroglobulin 41±15       11.72 
 
LIFfibrinogen/SDItransferrin 0.83±0.42 LIFfibrinogen/SDItransferrin 6.6±2.7       7.95 
LIFfibrinogen/SDIhaptoglobin 2.7±1.0 LIFfibrinogen/SDIhaptoglobin 36±12       13.30 
LIFfibrinogen/SDIŬ1-antitrypsin 2.4±0.75 LIFfibrinogen/SDIŬ1-antitrypsin 21±5           8.75 

LIFfibrinogen/SDIa2-macroglobulin 1.8±0.71 LIFfibrinogen/SDIa2-macroglobulin 19±6         10.55 
 
LIFplasminogen/SDItransferrin 1.3±0.4 LIFplasminogen/SDItransferrin 7.9±2.1       6.07 

LIFplasminogen/SDIhaptoglobin 4.1±0.9 LIFplasminogen/SDIhaptoglobin 24±4.8        5.85 
LIFplasminogen/SDIŬ1-antitrypsin 3.8±1.1 LIFplasminogen/SDIŬ1-antitrypsin 26±4.9        6.84 

LIFplasminogen/SDIa2-macroglobulin 2.9± 0.7 LIFplasminogen/SDIa2-macroglobulin19±4.7       6.55 
1Values reported are the average of measurements taken from 100 subjects.  
2Subjects used in these measurements had tested positive in a breast cancer biopsy. 
3Ratio of breast cancer values/non-cancer subjects. 
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values in the figures were set at a value three times higher than the mean value for 
normal patients.  This cutoff value will be used until a statistically derived value from a 
larger 2000 patient population is developed.   Assay values for cancer patients are in 
red while those of control subjects are in light blue.  The lower limit of detection is 
indicated by a doted red line.  Again protein concentration of proteins used to establish 
these standard curves was determined by a tandem mass spectrometry based MRM 
approach using carbon-13 labeled internal standards.   Details of this procedure have 
been described above. 
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Figure 6A.  Fluorescent sandwich assays targeting Lewis antigen containing isoforms of 
proteins in non-cancer and cancer subjects.   
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Figure 6B.  Fluorescent sandwich assays targeting Lewis antigen containing isoforms of 
proteins in non-cancer and cancer subjects.  
 
 
 5.   Interpretation and analysis of data.     
 A feature of this test is that transferrin (Tr), haptoglobin (Ha), Ŭ1-antitrypsin (An), 

and a2-macroglobulin (Ma) are being used as internal standards to compensate for 
changes in blood volume between subjects.  These proteins vary little between subjects 
and are easily measured by spinning disc interferometry (SDI).    Another is the use of 
immobilized mouse IgG and IgM on array elements as a reference for non-specific 
binding (NSB) in both the SDI and LIF detection modes.   NSB measured in the SDI and 
LIF detection modes at these array elements is subtracted from other array elements.    

Simplifying the nomenclature used in Tables 1-2, SDI readings for the calibration 

mixture of transferrin (Tr), haptoglobin (Ha), Ŭ1-antitrypsin (An), a2-macroglobulin (Ma), 
plasminogen (Pl), clusterin (Cl), and fibrinogen (Fi) are designated as [Tr]s, [Ha]s, [An]s, 
[Ma]s, [Pl]s, [Cl]s, and [Fi]s, respectively.  These readings are stored in the data system 
each time the instrument is calibrated and used in the computations described below.   

SDI readings for transferrin, haptoglobin, Ŭ1-antitrypsin, a2-macroglobulin, plasminogen, 
clusterin, and fibrinogen in patient samples are indicated by the symbols [Tr]p, [Ha]p, 
[An]p, [Ma]p, [Pl]p, [Cl]p, and [Fi]p,  respectively.    Data from LIF measurements of 
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plasminogen (Pl), clusterin (Cl), and fibrinogen (Fi) in patient samples is represented as 
{Pl}p, {Cl}p, and {Fi}p. 
 

 First, the internal standard proteins haptoglobin, Ŭ1-antitrypsin,  a2-
macroglobulin,  and transferrin generally occur in a ratio of  1.00:1.12:1.44:3.20, 
respectively.   Any time one of these proteins deviates from this ratio by more than 30% 
it is eliminate as an internal standard.   Large deviations in a single protein such as 
transferrin could occur if a subject has a disease other than breast cancer which causes 
a large change in the concentration of the internal standard.  When this occurs it is 
automatically eliminated. 
 

Second, corrections for non-specific binding are made based on the binding of 
proteins at the mouse IgG and IgM array elements.    
 

Third, using data from the calibration mixture and the patient sample the 
following ratios are calculated;     
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Ideally all of the ratios would be one, indicating that the concentration of the internal 
standard proteins in the patient sample are identical to those in the calibration mixture 
and equal to averages found in plasma.  This is generally not the case.   Compensation 
for dilution and slight differences in internal standard concentration are made by 
averaging the ratios RTr, RHa, RAn, and RMa to calculate a correction ratio (Rc)     
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All SDI and LIF values obtained on patient samples are multiplied by Rc to obtain a 
corrected concentration value.   The exception would be if one of these internal 
standards has been rejected because it deviates from normal.   The process for doing 
this is described above. 
 
 Fourth, the ratios between SDI measurements of patient samples and the 
standard calibration mixture are calculated for clusterin, plasminogen and fibrinogen  
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As seen in Table 1, the ratio is near one or slightly below in all cases.  This 
measurement has no diagnostic value and is made only to assure that the SDI 
measurement and immunological assay component are working correctly. 
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 Fifth, ratios between the fluorescent sandwich assays of patient samples and the 
standard calibration mixture are calculated for clusterin, plasminogen, and fibriginogen 
where 
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Subjects exhibiting a ratio between 0.5 and 1.5 are considered to be normal.   Those in 
which the ratio is 3 and above are considered to have a positive indication of cancer.  A 
value of 3 is used based on the fact that during the discovery phase of this work cancer 
markers were always elevated 3 fold or more in breast cancer patients. 
 
 Sixth, the fluorescent sandwich assay for clusterin, plasminogen, and fibrinogen 
versus SDI measurements of the four standards is computed using the equations below 
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Ratio values between 0.5 and 1.5 are considered to be normal while those of 3 or more 
are considered to be positive indicators of breast cancer.  
 
 Seventh, the ratio for fluorescent sandwich assay for vitronectin, histidine-rich 
glycoprotein, proteoglycan-4, kininogen-1, platelet factor 4, serum amyloid A protein 
versus SDI measurements of the four internal standards is computed using the 
equations below.  Fluorescence assay values for these proteins are available from the 
dose response curves in Figure 6.   
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 Again, ratio values for the marker proteins between 0.5 and 1.5 are considered to 
be normal.    Values greater than 3 are considered to be a positive indicator of cancer. 
 
 Summary.    All the data from these measurements is interpreted in terms of a 
series of ratio values based on known concentrations of transferrin (Tr), haptoglobin 

(Ha), Ŭ1-antitrypsin (An), a2-macroglobulin (Ma), plasminogen (Pl), clusterin (Cl), and 
fibrinogen (Fi) considered to be normal in plasma.  These concentration values are 
obtained from a standard calibration mixture run on a daily basis and stored in the data 
systems to be used in generating the standard (control) to patient ratios.   Ratio values 
between 0.5 to 1.5 are normal.  Those of 3 and above are interpreted as positive 
indictors of breast cancer. 
   

C.  SYSTEM DESCRIPTION. 
The principles involved in the fluorescence sandwich assay for specific isoforms of 

glycoproteins are described above.   This section describes how the assay is executed. 
    

1.  Definition of Terms.  
The terms ñplatformò, ñkitò, and ñglycoprotein calibration standardò as used here 

are defined in the following way.   The wet chemistry platform is a circular plate on 
which immunological array discs are placed and rotated at speeds up to hundreds of 
rpm during sample application, washing, sequential addition of reagents, and drying 
(Figure 7).  The Reader platform is another device with a circular plate on which 
immunological assay discs are placed for reading after the wet chemistry component of 
the assay is complete (Figure 8). An assay kit contains a i) disposable disc with 
multiple immunological assay wells with each well containing an immunological array of 
128 array elements, ii) sample and washing buffers, and iii) fluorescent labeled 
secondary antibodies for detection. 
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2.  Assay protocol.   
An assay is achieved in several steps.   The first is a wet chemistry component in 

which antigens are captured from samples and immunological complexes are 
assembled followed by spin drying of the disc.   The second is the reading process in 
which antigens are detected at array elements and quantified.    
    

     a.  Wet chemistry component of the assay.  
Glycoproteins exist in large numbers of glycoforms.  Glycoforms carrying either 

Lex or sLex antigens are being determined in this immunological assay platform with a 
sandwich assay using an immobilized capture antibody (-Ab1) targeting a peptide 
epitope that selects all glycoforms of the antigen (Ag) from a plasma sample.  After 
washing away unbound proteins, a fluorescence labeled secondary antibody (Ab2Lex* or 
Ab2sLex*) targeting Lex or sLex antigens in the captured antigen (Ag) is then added to 
form an Ab1:Ag:Ab2* sandwich. Assays for the Lex or sLex antigens will be carried out in 
separate immunological array wells.  Two types of sandwiches will be formed, 
sometimes with the same protein.  In one the immunological complex is Ab1:Ag:Ab2Lex* 
while in the second the complex is Ab1:Ag:Ab2sLex*.  Quantification is based on laser 
induced fluorescence (LIF) of the second (Ab2*) glycan targeting antibody. 

The work flow involved in the wet chemistry component of this array is shown 
below. 

¶ The loading of samples, controls, diluent, and secondary antibodies in 
addition to sample barcoding, sample dilution on microtiter plates, bulk 
washing solutions, and nature of test discs is described in the ñINSTRUMENT 

DESCRIPTIONò section below.    

¶ Sample diluent is pipetted from a source vial to a microtiter plate (all tips 
aspirate a bulk quantity and dispense a metered quantity into eight wells 
at a time).  This process is followed by a tip wash. 

¶ Pipette patient sample. 
o Approximately 50 ɛL of patient samples are aspirated into pipettes 
and transferred to microtiter plate wells containing 100 ɛL sample 
diluent.  

o Samples are dispensed into the plate and mixed by a series of 
aspirate/dispense cycles of the tips. 

o Tips are washed in the wash station by a flush with the system 
liquid (DI water).  The liquid is sprayed into cups directly below the 
tips causing the water to bubble up around the tip and thus also 
washes the outside. 

o Repeat the previous three steps for the remaining patient samples. 

¶ Sample transfer from plate to 24 sample well disc.  Sample well are 
distributed around the periphery of the disc. 

o Fifty uL of diluted patient samples are aspirated into pipettes. 
o A flap opens in the center of the humidity chamber lid to allow tips 

to access the disc surface. 
o Fifteen uL of each samples is dispensed into a disc sample well. 
o Tips are washed in the wash station (see above) 
o Repeat the previous steps for the remaining diluted samples. 



 

 21 

¶ Incubate samples on the disc for 30 min maintaining humidity surrounding 
the disc to prevent evaporation from sample wells.  

¶ A global wash to remove remaining unbound antibody is achieved by 
rapidly accelerating the disc to 1000 rpm as a stream of wash buffer is 
added at the center of the spinning disc for 30 sec.   Centrifugal force 
carries the liquid across the face of the disc and washes unbound proteins 
from the disc.  The disc is spun dry to remove any remaining wash liquid. 

¶ Second antibody application 
o A bulk quantity of the fluorescent labeled second antibody is 

aspirated into pipettes and used for detection. Each well is dosed 
with 15 uL of second antibody solution. [The secondary antibody in 
this case is an equimolar mixture of two monoclonal antibodies, 
CHO-131 and TG-1.  The former targets sLex while the latter Lex..  
Both are IgM antibodies.] 

o At the conclusion of this process, the tips are washed in the wash 
station 

¶ The secondary antibody solution incubates on the disc for 30 minutes.  As 
with the sample incubation, humidity is maintained at a high level in a 
sample assay chamber to prevent dry-down. 

¶ A global wash removes unbound secondary antibody in a manner identical 
to that described above.   

¶ The disc receives a final spin at 1000 rpm for one min to remove any 
remaining liquid from the surface. 

    
b. The reading process. 

Sample discs are read as seen in Figure 7 and 8. The surface of the rotating disc 
is interrogated with a laser beam that rasters across the face of the disc.  Readings from 
each array element are then integrated to produce the final, averaged signal.  

 
Figure 7.   Spinning disc reader platform and disc.   (A) This photograph shows 

the basic elements of the Reader with the disc placed on the rotating platform where 
discs are read.  (B)  A multiple well disc is illustrated here.  It is important to note that 



 

 22 

discs used in assaying the cancer markers discussed here will only have wells 
around the periphery of the disc.  This is important because washing is achieved by 
centrifugal force carrying wash buffers across the surface of wells.  Wash buffers from 
inner wells will not pass over outer wells during washing when all wells are equidistant 
from the center of the disc.  

3.  Multiple biomarker assays for Lex and sLex bearing isoforms.  
The assay of individual Lex or sLex antigen bearing glycoproteins has been 

described above. Assays for Lex and sLex bearing isoforms of histidine-rich 
glycoprotein, plasminogen, vitronectin, proteoglycan-4, clusterin, fibrinogen alpha chain, 
kininogen-1, platelet factor 4, and serum amyloid A protein simultaneously is achieved 
in the same general manner.  The first antibody for each of these proteins is 
immobilized on 10 randomly distributed array elements.  The specific position in the 
immunological array and identity of the 110 antibodies used in this multiple biomarker 
assay process is recorded in the data analysis system.   
  

 
 
Figure 8.  A sample well showing loaded immunological array elements and laser tracks 
across the surface of the well.   The panel on the right shows signal derived from a laser 
scan of a sample well.  Each Ab spot is 125 ɛm in diameter whereas the laser beam is 
20 ɛm in diameter.   At least 5 traces are obtained across each spot as the laser beam 
rasters in 20 ɛm steps toward the center of the disc.   The laser beam is held at each 
radial position for 3-10 revolutions to allow multiple readings of each array element.   
The number of readings is designated by the user. 

       
D.  COMPONENTS OF AN ASSAY KIT. 
 

1.  Reagents and test components. 
Disposable components of the assay kit are the multiple sample well disc, 

washing buffers, and the fluorescent secondary antibodies that target the Lex and sLex 
antigens.     
         

a. Immunological array disc.  
Assay discs carry immobilized capture antibodies targeting histidine-rich 

glycoprotein, plasminogen, vitronectin, proteoglycan-4, clusterin, fibrinogen alpha chain, 
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fibrinogen, kininogen-1, platelet factor 4, and serum amyloid A protein to carry out 
glycoform assays of these proteins.  These antibodies were obtained from the following 
sources. 
    
    

i.   Clusterin monoclonal antibody.   
Santa Cruz Biotechnology, Inc.  Catalog number of clone number: Clusterin 
(1A11): sc-73415:    This is a mouse monoclonal IgG1 antibody at an estimated 
concentration of 100 µg/ml.   Raised against amino acids 1-333 of recombinant 
Clusterin of human origin.  
Santa Cruz Biotechnology, Inc. 2145 Delaware Avenue.  Santa Cruz, 
California 95060. U.S.A.  Phone: 831.457.3800.  Fax: 831.457.3801.  e-mail: 
scbt@scbt.com 
Chromosomal location.  Genetic locus: CLU (human) mapping to 8p21-p12; 
Clu (mouse) mapping to 14 D1. 
Source:  Clusterin (1A11) is a mouse monoclonal antibody raised against amino 
acids 1-333 of recombinant Clusterin of human origin. 
Target:  Lewis x antigen on clusterin dimer.  Molecular Weight of Clusterin 
precursor: 70 kDa. Molecular Weight of Clusterin-Ŭ: 36-39 kDa.  Molecular 
Weight of Clusterin-ɓ: 34-36 kDa.  Positive Controls: SK-BR-3 cell lysate: sc-
2218, human breast tumor or human brain tissue. 
Secondary reagents used in QC:  The following support (secondary) reagents 
are used in QC: 1) Western Blotting: use goat anti-mouse IgG-HRP: sc-2005 
(dilution range: 1:2000-1:32,000) or Cruz MarkerÊ compatible goat antimouse 
IgG-HRP: sc-2031 (dilution range: 1:2000-1:5000), Cruz MarkerÊ Molecular 
Weight Standards: sc-2035, TBS Blotto A Blocking Reagent: sc-2333 and 
Western Blotting Luminol Reagent: sc-2048. 
Storage:  Store at 4° C, **DO NOT FREEZE**. Stable for one year from the date 
of shipment. Non-hazardous. No MSDS required. 

 
ii. Vitronectin monoclonal antibody.   

BioPorto Diagnostics.  BioPorto Cat.No. CSI 003-23.  Mouse Anti-Human 
Vitronectin Monoclonal Antibody, Unconjugated, Clone number HV23.    
BioPorto Grusbakken 8 DK-2820 Gentofte Denmark.  Phone: (+45) 4529 0000 
Fax:(+45) 4529 0001.  info@bioporto.com. Subclass IgG1/k  
Antigen:   Vitronectin is a plasma glycoprotein that circulates in the blood. 
Vitronectin is circulating as a mixture of both 75 kDa and 65 kDa forms. 
Vitronectin is a major cell adhesive glycoprotein and is a common component of 
extracellular matrix and plasma. It competes effectively with other plasma 
proteins and is often involved in cell attachment, regulation of blood coagulation 
and immune responses. It has similar tissue distribution to fibronectin and also its 
integrin receptor recognises fibronectin (2).  
Immunogen:  Human vitronectin purified from plasma by heparin-affinity  
chromatography. 
Specificity:  CSI 003-23 is highly specific for vitronectin. There is no evidence for 
cross-reactivity with other connective tissue proteins (fibronectin, elastin, 
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collagen,laminin). CSI 003-23 cross-reacts with vitronectin from cat, dog, goat, 
cow and to a lesser extent with horse. 
Epitope specificity:   Epitope is located in the somatomedin B domain.   CSI 
003-23 binds nearly as well to native vitronectin as to denatured. CSI 003-23 is a 
potent inhibitor of integrin-mediated cell adhesion to vitronectin and a moderate 
inhibitor of PAI-1 binding. CSI 003-23 also binds to vitronectin in ELISA when 
vitronectin is coated directly onto the microtiter well.  
Storage: In the dark at 4-8ºC, 

 
iii. Platelet factor 4 monoclonal antibody.   

Santa Cruz Biotechnology, Inc. Catalog number of clone number: PF-4 
(L14Z): sc-74256.  Santa Cruz Biotechnology, Inc. 
2145 Delaware Avenue.  Santa Cruz, California 95060.  U.S.A. Phone: 
831.457.3800 Fax: 831.457.3801.  e-mail: scbt@scbt.com 
Target:   PF-4 (L14Z) is recommended for detection of PF-4, also designated 
platelet factor-4, of human origin as detected by Western Blotting (starting 
dilution 1:200, dilution range 1:100-1:1000) and solid phase ELISA (starting 
dilution 1:30, dilution range 1:30-1:3000).  Suitable for use as control antibody for 
PF-4 siRNA (h): sc-39364.   Molecular Weight of PF-4: 10 kDa.  Positive 
Controls: human platelets or human serum. 
Secondary reagents used in QC. The following support (secondary) reagents 
were used in QC: 1) Western Blotting: use goat anti-mouse IgG-HRP: sc-2005 
(dilution range: 1:2000-1:32,000) or Cruz MarkerÊ compatible goat anti-mouse 
IgG-HRP: sc-2031 (dilution range: 1:2000-1:5000), Cruz MarkerÊ Molecular 
Weight Standards: sc-2035, TBS Blotto A Blocking Reagent: sc-2333 and 
Western Blotting Luminol Reagent: sc-2048. 
Background:  Platelet factor 4 (PF-4 or PF4) is a 70 amino acid protein that is 
released from the Ŭ-granules of activated platelets and binds with high affinity to 
heparin. Platelets secrete low molecular weight PF-4, which binds to and 
neutralizes heparin and related sulfated glycosaminoglycans (GAGs). Its major 
physiologic role appears to be neutralization of heparin-like molecules on the 
endothelial surface of blood vessels, thereby inhibiting local antithrombin III 
activity and promoting coagulation. As a strong chemoattractant for neutrophils 
and fibroblasts, PF-4 probably has a role in inflammation and wound repair. Both 
PF4 and eotaxin, a specific chemoattractant for eosinophils, have been shown to 
exhibit stronger expression in spleens of adult NOA mice (an animal model of 
allergic or atopic dermatitis) than in younger mice, parallel to the increase in 
ulcerative skin lesions in older mice. This suggests that PF-4 and eotaxin may 
play important roles in the etiology of atopic dermatitis. PF-4 is encoded by a 
small inducible gene (SIG), so called because of its small size and its stimulation 
with platelet activation. The gene encoding PF-4 maps to human chromosome 
4q12-q21. 
Chromosomal location:  Genetic locus: PF4 (human) mapping to 4q12-q21. 
Source:  PF-4 (L14Z) is a mouse monoclonal antibody raised against full length 
recombinant PF-4 of human origin. 
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Storage:  Store at 4° C, **DO NOT FREEZE**. Stable for one year from the date 
of shipment. Non-hazardous. No MSDS required. 

 
iv.  Kininogen-1 monoclonal antibody.   

Santa Cruz Biotechnology, Inc.  Catalog number of clone number:  
Kininogen LC (14J09): sc-80524.  Santa Cruz Biotechnology, Inc.  2145 
Delaware Avenue.  Santa Cruz, California 95060.   
U.S.A. Phone: 831.457.3800.  Fax: 831.457.3801.  e-mail: scbt@scbt.com 
Background:  Kininogen is a 644 amino acid precursor protein that is expressed 
by the KNG1 gene and is secreted into blood plasma. Due to alternative splicing 
events, several Kininogen protein derivatives exist, including Kininogen LC (light 
chain) and Kininogen HC (heavy chain), both of which are produced from the 
Kininogen precursor and exhibit different functions throughout the cell. Kininogen 
HC plays an important role in blood coagulation by helping to ensure that 
prekallikrein and Factor XI (both of which are involved in blood coagulation) are 
properly situated for interaction with Factor XII. Additionally, Kininogen HC 
releases a smaller, active protein known as bradykinin, which plays a role in 
smooth muscle contraction, induction of hypotension, regulation of blood glucose 
levels, stimulation of nociceptors and overall mediation of inflammatory 
responses throughout the cell. In contrast to Kininogen HC, which is involved in 
blood clotting, Kininogen LC is primarily associated with inhibition of thrombocyte 
aggregation and also functions as a strong inhibitor of cysteine proteinases. 
Storage:  Store at 4° C, **DO NOT FREEZE**. Stable for one year from the date 
of shipment. Non-hazardous. No MSDS required. 
Chromosomal location:  Genetic locus: KNG1 (human) mapping to 3q27.3. 
Source:  Kininogen LC (14J09) is a mouse monoclonal antibody raised against 
amino acids 438-531 of recombinant Kininogen LC of human origin.  
Target:  Kininogen LC (14J09) binds Kininogen LC of human origin by Western 
Blotting (starting dilution 1:200, dilution range 1:100-1:1000) and 
immunoprecipitation [1-2 ɛg per 100-500 ɛg of total protein (1 ml of cell lysate)]. 
Suitable for use as control antibody for Kininogen siRNA (h): sc-40723, 
Kininogen shRNA Plasmid (h): sc-40723-SH and Kininogen shRNA (h) Lentiviral 
Particles: sc-40723-V. Molecular Weight of Kininogen HC: 64 kDa. Molecular 
Weight of Kininogen LC: 53 kDa. Positive Controls: ECV304 cell lysate: sc-2269. 
Secondary reagents for QC:  The following support (secondary) reagents were 
used in QC: 1) Western Blotting: use goat anti-mouse IgG-HRP: sc-2005 (dilution 
range: 1:2000-1:32,000) or Cruz MarkerÊ compatible goat antimouse IgG-HRP: 
sc-2031 (dilution range: 1:2000-1:5000), Cruz MarkerÊ Molecular Weight 
Standards: sc-2035, TBS Blotto A Blocking Reagent: sc-2333 and Western 
Blotting Luminol Reagent: sc-2048. 2) Immunoprecipitation: use Protein A/G 
PLUS-Agarose: sc-2003 (0.5 ml agarose/2.0 ml). 

 
v.  Amyloid A protein monoclonal antibody.   

Santa Cruz Biotechnology, Inc.  Catalog and clone number:  SAA (115): sc-
59679.  Santa Cruz Biotechnology, Inc. 2145 Delaware Avenue.  Santa Cruz, 
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California 95060.   U.S.A. Phone: 831.457.3800.  Fax: 831.457.3801.  e-mail: 
scbt@scbt.com 
Target:  SAA (115) binds natural and recombinant SAA of human origin by 
Western Blotting (starting dilution 1:200, dilution range 1:100-1:1000) and 
immunoprecipitation [1-2 ɛg per 100-500 ɛg of total protein (1 ml of cell lysate)]; 
non cross-reactive with other human cytokines or growth factors tested such as 
IL-1ɓ, IL-8, MCAF, TGFɓ and EGF.  Suitable for use as control antibody for SAA 
siRNA (h): sc-40817, SAA shRNA Plasmid (h): sc-40817-SH and SAA shRNA (h) 
Lentiviral Particles: sc-40817-V.  Molecular Weight of SAA: 12 kDa. Positive 
Controls: Caki-1 cell lysate: sc-2224. 
Secondary reagents used n QC:  The following support (secondary) reagents 
were used in QC: 1) Western Blotting: use goat anti-mouse IgG-HRP: sc-2005 
(dilution range: 1:2000-1:32,000) or Cruz MarkerÊ compatible goat antimouse 
IgG-HRP: sc-2031 (dilution range: 1:2000-1:5000), Cruz MarkerÊ Molecular 
Weight Standards: sc-2035, TBS Blotto A Blocking Reagent: sc-2333 and 
Western Blotting Luminol Reagent: sc-2048. 2) Immunoprecipitation: use Protein 
A/G PLUS-Agarose: sc-2003 (0.5 ml agarose/2.0 ml). 
Background:  The serum Amyloid A (SAA) family of proteins is encoded by 
muliple genes, which display allelic variation and a high degree of homology in 
mammals. The four members of the SAA gene family are clustered on human 
chromosome 11p15.1. Three SAA genes are differentially expressed and encode 
small apolipoproteins. SAA1 and SAA2 encode the acute phase SAAs (A-SAAs) 
and SAA4 encodes the constitutively expressed SAA (C-SAA). A fourth locus, 
SAA3, is a pseudogene that contains two C/EBP-binding sites and a third site, 
which interacts with SAA3 enhancer factor. Human SAA proteins are a group of 
apolipoproteins found predominantly in the high-density lipoprotein (HDL) fraction 
of plasma. SAA is a major acute-phase protein and precursor to Amyloid A 
protein, which is the major constituent of the fibril deposits of reactive 
amyloidosis. SAA is secreted in large amounts by the liver during microbial 
infections or inflammatory diseases. 
Chromosomal location:  Genetic locus: SAA1 (human) mapping to 11p15.1. 
Source:  SAA (115) is a mouse monoclonal antibody raised against highly 
purified recombinant SAA of human origin. 
Storage:  Store at 4° C, **DO NOT FREEZE**. Stable for one year from the date 
of shipment.  

 
vi.  Fibrinogen alpha chain monoclonal antibody.   

Santa Cruz Biotechnology, Inc. Catalog and clone number:  Fibrinogen 
a(FgA): sc-59525.   Santa Cruz Biotechnology, Inc. 2145 Delaware Avenue.  
Santa Cruz, California 95060. U.S.A. Phone: 831.457.3800.  Fax: 831.457.3801.  
e-mail: scbt@scbt.com 
Background:  The plasma glycoprotein Fibrinogen is synthesized in the liver and 
comprises three structurally different subunits: Ŭ, ɓ and ɔ. Fibrinogen is important 
in platelet aggregation, the final step of the coagulation cascade (i.e. the 
formation of Fibrin) and determination of plasma viscosity and erythrocyte 
aggregation. It is both constitutively expressed and inducible during an acute 
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phase reaction. Hemostasis following tissue injury deploys essential plasma 
procoagulants (Prothrombin and Factors X, IX, V and VIII), which are involved in 
a blood coagulation cascade leading to the formation of insoluble Fibrin clots and 
the promotion of platelet aggregation. Following vascular injury, Fibrinogen is 
cleaved by Thrombin to form Fibrin, which is the most abundant component of 
blood clots. The cleavage products of Fibrinogen regulate cell adhesion and 
spreading, display vasoconstrictor and chemotactic activities, and are mitogens 
for several cell types. 
Chromosomal location:  Genetic locus: FGA (human) mapping to 4q32.1. 
Source:  Fibrinogen Ŭ (FgA) is a mouse monoclonal antibody raised against full 
length Fibrinogen Ŭ of human origin. 
Storage: Store at 4° C, **DO NOT FREEZE**. Stable for one year. 

 
vii.  Fibrinogen beta chain monoclonal antibody.   

Santa Cruz Biotechnology, Inc. Catalog and clone number:   Fibrinogen ɓ (C-
20): sc-18029.  Santa Cruz Biotechnology, Inc. 2145 Delaware Avenue.  Santa 
Cruz, California 95060. U.S.A. Phone: 831.457.3800. Fax: 831.457.3801. e-mail: 
scbt@scbt.com 
Background:  The plasma glycoprotein Fibrinogen is synthesized in the liver and 
comprises three structurally different subunits: Ŭ, ɓ and ɔ. Fibrinogen is important 
in platelet aggregation, the final step of the coagulation cascade (i.e. the 
formation of Fibrin) and determination of plasma viscosity and erythrocyte 
aggregation. It is both constitutively expressed and inducible during an acute 
phase reaction. Hemostasis following tissue injury deploys essential plasma 
procoagulants (Prothrombin and Factors X, IX, V and VIII), which are involved in 
a blood coagulation cascade leading to the formation of insoluble Fibrin clots and 
the promotion of platelet aggregation. Following vascular injury, Fibrinogen is 
cleaved by Thrombin to form Fibrin, which is the most abundant component of 
blood clots. The cleavage products of Fibrinogen regulate cell adhesion and 
spreading, display vasoconstrictor and chemotactic activities and are mitogens 
for several cell types. 
Target:  Fibrinogen ɓ (C-20) binds Fibrinogen ɓ of mouse, rat and human origin 
by Western Blotting (starting dilution 1:200, dilution range 1:100-1:1000), 
immunoprecipitation [1ï2 ɛg per 100ï500 ɛg of total protein (1 ml of cell lysate)], 
immunofluorescence (starting dilution 1:50, dilution range 1:50-1:500) and solid 
phase ELISA (starting dilution 1:30, dilution range 1:30-1:3000).   Suitable for use 
as control antibody for Fibrinogen ɓ siRNA (h): sc-37096 and Fibrinogen ɓ siRNA 
(m): sc-37097; and as shRNA Plasmid control antibody for Fibrinogen ɓ shRNA 
Plasmid (h): sc-37096-SH and Fibrinogen ɓ shRNA Plasmid (m): sc-37097-SH.  
Molecular Weight of Fibrinogen ɓ: 67 kDa. 
Secondary reagents in QC:  The  following support (secondary) reagents are 
used for QC: 1) Western Blotting: use donkey anti-goat IgG-HRP: sc-2020 
(dilution range: 1:2000-1:100,000) or Cruz MarkerÊ compatible donkey anti-goat 
IgG-HRP: sc-2033 (dilution range: 1:2000-1:5000), Cruz MarkerÊ Molecular 
Weight Standards: sc-2035, TBS Blotto A Blocking Reagent: sc-2333 and 
Western Blotting Luminol Reagent: sc-2048. 2) Immunoprecipitation: use Protein 
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A/G PLUS-Agarose: sc-2003 (0.5 ml agarose/2.0 ml). 3) Immunofluorescence: 
use donkey anti-goat IgG-FITC: sc-2024 (dilution range: 1:100-1:400) or donkey 
anti-goat IgG-TR: sc-2783 (dilution range: 1:100-1:400) with UltraCruzÊ 
Mounting Medium: sc-24941. 
Chromosomal location:  Genetic locus: FGB (human) mapping to 4q32.1; Fgb 
(mouse) mapping to 3 E3. 
Source:  Fibrinogen ɓ (C-20) is an affinity purified goat polyclonal antibody 
raised against a peptide mapping near the C-terminus of Fibrinogen ɓ of human 
origin. 
Storage:  Store at 4° C, **DO NOT FREEZE**. Stable for one year from the date 
of shipment. Non-hazardous. No MSDS required. 

        
b. Secondary fluorescent antibodies.      

i.  Fluorescent labeling of antibodies. 
The Molecular Probesô Alexa FluorÈ 532 Protein Labeling Kit was used to label 

secondary antibodies with Alexa Fluor 532 dye.  Alexa Fluor 532 dyeïlabeled proteins 
have absorption and fluorescence emission maxima of approximately 530 nm and 554 
nm, respectively.  [http://probes.invitrogen.com/media/pis/mp10236.pdf]   The Alexa 
Fluor 532 reactive dye has a succinimidyl ester moiety that reacts efficiently with 
primary amines of proteins to form stable dyeïprotein conjugates.  The purified protein 
was placed in phosphate-buffered saline (PBS) for derivatization.  Step one: 1 M 
solution of sodium bicarbonate was prepared by adding 1 mL of deionized water (dH2O) 
to the provided vial of sodium bicarbonate (Component B). After vortexing to dissolve 
the bicarbonate the solution will have a pH of ~8.3 and can be stored at 4°C for up to 
two weeks. Step two: involves making the antibody solution up to a concentrsyion of  2 
mg/mL PBS or 0.1 M sodium bicarbonate.  Step three: 50 ɛL of 1 M bicarbonate 
(prepared in step 1.1) is added to 0.5 mL of the 2 mg/mL protein solution. [Bicarbonate, 
pH ~8.3, is added to raise the pH of the reaction mixture, since succinimidyl esters react 
efficiently at pH 7.5ï8.5]. Step four:  a vial of reactive dye is warmed to room 
temperature and the protein solution from step three is transferred to the vial of reactive 
dye. This vial contains a magnetic stir bar. Cap the vial and invert a few times to fully 
dissolve the dye. Stir the reaction mixture for 1 hour at room temperature.   
 Antibodies thus labeled were purified by size exclusion chromatography on a G-
100 Sephadex column. 
     

ii.  Secondary antibody source. 

ӌ1.  Sialyl-Lewis x directed monoclonal antibody.   
Santa Cruz Biotechnology, Inc. Calalog number:  (CHO131): sc-32243.  Santa 
Cruz Biotechnology, Inc. 1.800.457.3801 831.457.3800 fax 831.457.3801 
Europe +00800 4573 8000 49 6221 4503 0 www.scbt.com 
Target:  CD15s (CHO131) is recommended for detection of CD15s (sialyl-Lewis 
X) of human origin. CD15 (also known as embryonic stage-specific antigen, 
SSEA-1, Lewis X or Lex) is found in embryonal carcinoma cells of mouse and 
human origin and n some preimplantation stage mouse embryos. This stage-
specific antigen (SSEA-1) is first detected on blastomeres of 8-cell stage 
embryos. Trophectodermal cells are transitorily positive; however, each cell in 
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the inner cell mass eventually expresses CD15. CD15 has been implicated as 
having a role in mediating compaction of the mouse embryo at the morula stage. 
Additionally, CD15 functions as an adhesion molecule capable of calcium-
mediated homotypic binding. Cells with high surface expression of CD15 
therefore exhibit strong self-aggregation (based on CD15-CD15 interaction) in 
the presence of calcium. 
Chromosomal location:  Genetic locus: FUT4 (human) mapping to 11q21 
Source:  CD15s (CHO131) is a mouse monoclonal antibody raised against 
alpha-1-3-Fucosyltransferase product. 
Storage:  Store at 4° C, **DO NOT FREEZE**. Stable for a year.    

 

ӌ2.  Lewis X bind monoclonal antibody.   
Catalog and clone numbers:  CD15 (TG-1): sc-19595.  Santa Cruz 
Biotechnology, Inc.: 1.800.457.3801 831.457.3800.  fax 831.457.3801 Europe 
+00800 4573 8000 49 6221 4503 0 www.scbt.com 
Source.  CD15 (TG-1) is a mouse monoclonal antibody raised against 
glycoprotein fraction of human lymphocytes. 
Target:  CD15 (TG-1) binds CD15 of human origin. 
Storage.  Store at 4° C, **DO NOT FREEZE**. Stable for one year. Non-
hazardous. No MSDS required. 
Source.  CD15 (TG-1) is a mouse monoclonal antibody raised against the 
glycoprotein fraction of human lymphocytes. 

      
c.  Calibration reagents not provided in the kit.  
   

i.  Glycoprotein standard.  
Based on the specificity of the antibodies used in peptide and glycan epitope 

selection, the use of high resolution separation methods to further fractionate affinity 
captured species, and mass spectrometry sequencing methods to characterize their 
polypeptide backbone, identification of the glycoproteins being used as biomarker 
standards in this platform  brings an unprecedented level of structure elucidation to 
these standards.  That does not mean however that the full structure of the several 
glycoforms of each protein standard has been determined or is known.  Methods for 
total characterization of all the glycoforms of a specific glycoprotein have not yet been 
described.     

Glycoprotein isoforms required to determine the dose response curves in Figure 
6 and for supplying internal standards in assay kits were obtained by preparative 
chromatography.   Cancer patient plasma was passed through a 1 x 5 cm column 
packed with 20 um particle diameter POROS Al packing to which a mixture of CHO-131 
and TG-1 antibodies were immobilized by Schiff base formation, after which the ïC=N- 
bond was reduced with sodium cyanoborohydride.  Ten ml plasma samples were used 
in each run.  Lex and sLex antigens thus captured were eluted with 0.5 M glycine (pH 
2.0) containing 5% ethylene glycol.   The eluted fraction was dialyzed against 0.1 M Tris 
(pH 7.5) and stored at 4 oC until used.  Within 24 hr the Lex and sLex fraction was 
applied to a 0.46 x 5 cm immunoaffinity column targeting one of the marker proteins.  
These columns were prepared in a manner identical to the one used in the preparation 
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of the CHO-131/TG-1 column.   Purity of these double affinity selected proteins was 
assessed by bottom up proteomics in which samples were tryptic digested, the peptide 
fragments separated by reversed phase chromatography (RPC), and the individual 
fractions were examined by tandem MALDI and ESI mass spectrometry with an ABI-
4800 and LTQ-Orbit trap, respectively.  As part of this process they were quantified by 
MRM based tandem mass spectrometry as well. 
 Purification of the Lewis antigen containing glycoforms used as assay standards 
for calibration will be described in detail below. All the Lewis antigen bearing glycoforms 
were selected from plasma samples (obtained from NIST) with an immunosorbent 
column.   Ten ml of plasma was processed at a time on a 1 x 5 cm CHO-131/TG-1 
antibody column to capture Lex and sLex bearing glycoproteins.  Glycoproteins thus 
selected were released from the affinity column, the eluent fraction neutralized, the 
sample dialyzed, and either lyophilized or used directly in a second dimension of affinity 
selection.   

The affinity selected Lewis antigen glycoform (ASLAG) fraction was used in the 
purification of specific glycoproteins.     Individual POROS Al immunosorbent columns 
(1 x 1 cm) targeting clusterin, plasminogen, fibrinogen, vitronectin, proteoglycan-4, 
serum amyloid protein A, kininogen-1, and histidine rich glycoprotein were connected in 
series and loaded with the ASLAG fraction.  The affinity columns were connected in 
series to maximize utilization of the ASLAG fraction.  After loading the columns were 
disconnected and eluted individually with pH 2 glycine mobile phase as described 
above.   These double affinity selected glycoprotein fractions were individually dialyzed, 
identified after trypsin digestion and tandem mass spectrometry of the peptide 
fragments, and quantified by MRM quantification as described above. 
      

ii.   Interferometry calibration standards.  
A solution of standard proteins is supplied with kits for instrument calibration.  

The proteins and their concentration are as follows; transferrin (4 x 10 -3 g/ml), 

haptoglobin (1.25 x 10-3 g/ml), Ŭ1-antitrypsin (1.4 x 10-3 g/ml),  a2-macroglobulin (1.8 10-

3 g/ml), clusterin (1.08 x 10-4 g/ml), fibrinogen (2.72 x 10-3 g/ml), and plasminogen (1.08 
x 10-4 g/ml).   Clusterin, fibrinogen, and plasminogen are present as multiple isoforms. 

All these protein standards were obtained from commercial suppliers.  The 
concentration of each standard in the mixture was determined by mass spectrometry 
methods using multiple reaction monitoring.   At least three peptides were used to 
quantify each protein. 

 
 

ii. Lex and sLex bearing glycoprotein calibration standards. 
Glycoprotein standards are not supplied with the kit but can be purchased 

separately.  Standards and their concentration are as follows; clusterin (890 ng/ml), 
plasminogen (1.0 ug/ml), fibrinogen (131 ng/ml), vitronectin (121 ng/ml), proteoglycan-4 
(69 ng/ml), serum amyloid protein A (6.8 ng/ml), kininogen-1 (52 ng/ml), and histidine 
rich protein (110 ng/ml) glycoforms has been described above.   

 
    

d.   Controls.  
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A pooled subject, control plasma sample from NIST was used in developing this 
assay.  It is not clear whether NIST will supply control plasma samples of this type in the 
future. 

 
 
 

        
2.  Characterization of the active reagents and supplies. 
    

a.  Disc manufacturing process.  
The manufacturing processes for discs follows the requirements laid out in 

21CFR820.  Discs are manufactured in-house using qualified manufacturing equipment 
and following standardized production records.  However, the manufacturing facility has 
not yet been audited or reviewed by FDA.   

 
Process Outline: The following is a generic outline of the process used to 
produce a test disc. 

¶ Raw silicon discs with a thin silicon dioxide layer are received from a 
qualified supplier.  Discs are sampled and tested for conformance of the 
oxide layer thickness to the specification. 

¶ The discs undergo a surface activation process that opens silanol groups 
on the surface and prepares the disc for a deposition of a functionalized 
silane.  Activation is achieved by a combination of plasma etching and 
standard washing processes employed in the semi-conductor industry.  
Activation time, salt concentration in the washing solutions, and strength 
of the plasma field employed (as measured by gas flow rate and power 
output) are important parameters in the activation process. 

¶ Once activated, the discs undergo a vapor-phase deposition with an 
amine-functionalized silane.  Critical parameters for this process are the 
deposition time and temperature.   

¶ Silanized discs are sampled and tested for the presence and uniformity of 
the silane deposition.  This is done using contact angles to test surface 
hydrophobicity and by binding a fluorescent dye to the surface and 
measuring the intensity and variability of the fluorescent response. 

¶ After the silane is applied, a linker is bound to the surface in a liquid phase 
deposition.  This linker allows the surface to bind proteins.  The critical 
parameters for this process are concentration of the linker and time. 

¶ Discs with the linker are sampled and tested in a similar fashion to the 
silanized discs in order to assess the presence and uniformity of linker 
deposition. 

¶ Fully functionalized discs (amine + linker) are printed with a hydrophobic 
well mask to create test wells to contain individual test samples.   

¶ Discs after well mask application are sampled and visually inspected to 
ensure that mask alignment marks are clear and that no breaches are 
present in well barriers that could cause cross-contamination between 
individual patient samples. 
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¶ Discs with the well mask applied proceed to step where the target proteins 
are applied to each test well.  This is accomplished by printing a micro-
array of spots into each well.  A number of spots are printed for each of 
the analytes included in the multiplex.  Spot presence and alignment is 
checked during printing by the printer operator.  Once the spots are 
printed, the disc is incubated with all the proteins on the array elements to 
allow chemical binding at the surface.  Critical parameters for this process 
are protein print concentration and incubation time. 

¶ Protein printed discs undergo a series of post-print processing steps: 
o Washing: removes any unbound protein from the print spots. 
o Chemical blocking: chemically deactivates the functional surface in 

order to prevent serum proteins binding to the well background 
during the assay. 

o Passivation: floods the well background with a small protein to 
cover any functional groups on the surface that survived chemical 
blocking. 

o Stabilization: coats the disc and the protein spots with a stabilizing 
agent to keep the proteins active during storage. 

¶ At this stage, the discs are sampled and tested using the actual 
customer assay protocol to assess performance of the test. 

¶ After passing the final QC step, discs are packaged and labeled: 
o Each disc is individually barcoded. 
o Discs are packaged in individual or bulk holders and placed in 

plasticized foil pouches with desiccant.  The packaging is designed 
to protect the discs from impact and humidity. 

o Labels are applied to the pouches.  
o The discs are packaged along with the remaining assay reagents 

and a package insert before shipping. 
o Note that all labels and inserts comply with the regulations set forth 

in 21CFR809.10. 

¶ Cross-reactivity issues.   Described in section G.5.a below. 
      

b. Disc storage.  
After immunological array fabrication antibodies immobilized on disc arrays are 

blanketed with nitrogen and then covered with a gas impermeable plastic film.   This 
plastic film is left in place until the disc is used.   It is recommended that assay discs be 
stored in a refrigerator (at approximately 4 oC until used to guarantee retention of 
antibody activity although discs are not refrigerated when shipped.   Assays are carried 
out at room temperature. 
        

c. Secondary fluorescent antibodies.  
     

i. Biochemical and immunochemical purity. 
 

ӌ1.    CHO131 monoclonal antibody targeting sLex.   
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Purity of the antibody was determined by 1) affinity chromatograpy on an 
sLex column with reversed phase chromatography of the non-retained material, 
2) immunoprecipitation using sLex containing neoglycoprotein described below. 

 

ӌ2.    TG-1 monoclonal antibody targeting Lex.   
Purity of the antibody was determined by 1) Immunoprecipitation: use 

Protein L PLUS-Agarose: sc-2336 (0.5 ml agarose/2.0 ml). 2) 
Immunofluorescence: use goat anti-mouse IgM-FITC: sc-2082 (dilution range: 
1:100-1:400) or goat anti-mouse IgM-TR: sc-2983 (dilution range: 1:100-1:400) 
with UltraCruzÊ Mounting Medium: sc-24941. 

   
ii. Cross-reactivity. 

Described in section G.5.a below. 
        

iii. Reagent stability. 
Immobilized antibodies on discs and secondary fluorescent labeled antibodies in 

assay kits are stable for one year when stored at 4 oC.      
  

3. Instrument. 
          

a.  Sample Processor.  
Immunological array discs are read with the Quadraspec Inspira Sample 

Processor which is built on the basis of Siasô (Hombrechtikon, Switzerland) Xantus 
platform with certain modifications to allow processing of sample discs.  The sample 
Processor is used to carry out all liquid handling operations from receipt of patient 
serum to the point where the disc is ready for scanning and analysis.  This includes 
scanning of sample ID barcodes, sample transfer from tubes/plates, sample dilutions, 
sample and conjugate antibody application to the disc, disc incubation, and disc 
washing.  The operation is batched to allow the use of the 24 wells of the disc.  The 24 
wells on the disc are distributed around the periphery of the disc, all of which are 
equidistant from the center.  The device is attached to a local computer network through 
the user software in order to allow for patient results to be directly uploaded into LIMS 
software. 

The rationale for using this device is based on 1) the reduced variability resulting 
from automated transfer/mixing compared to manual pipetting, 2) the improved data 
integrity resulting from samples being tracked by software from first scan to final result, 
and 3) the improved throughput characteristics of an automated system. 

The Inspira Sample Processor (Figures 9 and 10) consists of a robotic pipetting 
arm with linear motion capabilities in the x, y, and z dimensions, a spinning stage for the 
disc enclosed in a sealed, humidified chamber, a disc washing system capable of 
drawing up to three unique wash solutions, and sufficient deck space to hold a variety of 
different reagents.  The sample Processor uses eight washable, reusable pipette tips 
that are cleaned in a wash station between all patient samples.  Carry-over studies have 
been performed to ensure that no remnant of a previously pipetted sample will 
contaminate a following sample.  The tips have level sensing capability to control 
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submersion depth and to flag samples that have insufficient volume.  The following 
images show the unit with the major components marked. 

 
The following is a description of a standard sample processing sequence: 

¶ Load tube racks with patient samples and scan sample barcodes 

¶ Load control, sample diluent, and detector antibody vials 

¶ Load microtiter plate for patient sample dilution (optional) 

¶ Load bulk wash solutions (and empty waste receptacle if necessary) 

¶ Load test disc, scan disc barcode, and close humidity chamber lid 

¶ Push ñStart Sequenceò to launch the process through the software user 
interface 

 

 
Figure 9: Inspira Sample Processor 
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Figure 10: Close-Up of Bulk Fluids (located under tube racks) 
 

¶ Sample diluent is pipetted from source vial to microtiter plate (all tips 
aspirate a bulk quantity and dispense a metered quantity into eight wells 
at a time).  This process is followed by a tip wash. 

¶ Patient sample pipetting 
o Patient samples 1 ï 8 are aspirated at one time by each of the eight 

pipette tips and transferred to the microtiter plate containing the 
sample diluents.  

o Samples are dispensed into the plate and mixed by a series of 
aspirate/dispense cycles of the tips 

o Tips are washed in the wash station by a flush with the system 
liquid (DI water).  The liquid is sprayed into cups directly below the 
tips causing the water to bubble up around the tip and thus also 
washing the outside. 

o Repeat the previous three steps for the remaining patient samples. 

¶ Sample transfer from plate to disc 
o Diluted patient samples 1 ï 8 are aspirated at one time by each of 

eight pipette tips and transferred to the disc. 
o A flap opens in the center of the humidity chamber lid to allow 

access for the tips to the disc surface. 
o Samples are dispensed into wells on the disc surface. 
o Tips are washed in the wash station (see above) 
o Repeat the previous steps for the remaining diluted patient 

samples. 

¶ Samples incubate on the disc for the required time.  During this step 
humidity surrounding the disc is maintained at a high level to prevent 
drying down of the sample drops (Figure 11). 

¶ A global wash removes any remaining unbound antibody.  This wash 
consists of a stream of bulk wash solution being dispensed onto the center 



 

 36 

of the disc while the disc spins.  Centrifugal force carries the liquid towards 
and off the edge of the disc. 

¶ The disc is spun dry to remove any remaining wash liquid. 

¶ Detector antibody application 
o All eight tips aspirate a bulk quantity of the labeled detector 

antibody 
o Each well is dosed with a quantity of the detector 
o At the conclusion of this process, the tips are washed in the wash 

station 

¶ The detector antibody incubates on the disc for the required time.  As with 
the sample incubation, humidity is maintained at a high level to prevent 
dry-down. 

¶ A global wash removes the unbound detector unbound.  Since the same 
detector is used for all wells, no blotting step is used in this case since 
cross-contamination is not a concern.  

¶ The disc receives a final spin dry to remove any remaining liquid from the 
surface. 

¶ The disc is now ready to be transferred to the Reader. 
 

 
Figure 11: Close-up of Humidified Disc Chamber 

 
Any remaining reagents and patient samples are removed from the sampler to ready 
the unit for the next test run. 

Units are calibrated by Quadraspec prior to shipment.  This includes setting targets 
for x, y, and z motion and checking accuracy of pipetting volumes.  The liquid detection 
capabilities are also verified.  No customer calibration of these variables is required. 
Instruments are installed calibrated by Quadraspec personnel.   
        

b.  Quadraspec Inspira Reader. 
The Quadraspec Inspira Reader (Figure 12, 13) is used to scan the disc both 
interferometrically and fluorescently.  After completion of sample handling, incubation,  
and washing, the test disc is mounted in the Reader for scanning.  Data collected by the 
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Reader is analyzed using Quadraspecôs proprietary image processing algorithms.  The 
device is attached to a local computer network through the user software in order to 
allow for patient results to be directly uploaded into the customerôs LIMS software.  The 
network connection also allows several sample Processors to be coupled to a single 
Reader in order to maximize testing efficiency since scanning is generally quicker than 
sample processing. 

The rationale for using this device is based on 1) the benefits derived from dual 
channel detection in both the interferometric and fluorescent realms, 2) the ability to 
multiplex multiple analytes without concern for cross-reactivity and cross-talk, and 3) the 
improved throughput obtained from the platform. 

The Inspira Reader consists of a rotating platform which holds the disc, a laser to 
scan the protein patterns on the disc, a series of lenses to polarize, filter, and focus the 
laser beam, an interferometric detector for reading mass, and a fluorescence detector 
for reading fluorescence.  The laser, optics, and detectors are mounted on a stage that 
moves laterally across the top of the disc, thus enabling radial scanning of the different 
ñtracksò of data.  This whole assembly is contained in a sealed case to prevent 
accidental exposure of the laboratory technician to laser radiation.  The system is 
locked anytime the laser is powered on, except when Quadraspec personnel perform 
maintenance on the system. 

 

 
Figure 12.   Quadraspec Inspira Reader 
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Figure 13.   Close-up of Internal Components 

 
A reader scan consists of the following steps: 

¶ Mount the disc on the chuck of the Reader and scan the disc barcode 

¶ Close the Reader door 

¶ Push ñStart Sequenceò to launch the process through the user interface 

¶ The laser scans the disc track by track 

¶ After completion of the scan, the disc is removed from the Reader and 
stored in case a rescan is required. 

      
c.  Quadraspec Workstation and BioCD Software. 
 
 

i.  Computer Workstation. 
Each Quadraspec Inspira Reader and Sample Processor requires a dedicated 

computer workstation (Dell, HP, or similar) running Windows XP or Vista with 
Quadraspecôs proprietary BioCD software.  This computer is connected to a local 
network in order to allow for multiple samplers and Readers to communicate with one 
another and enable the software to directly upload test results to the customerôs LIMS 
software.  Furthermore, a customer-initiated remote network connection allows 
Quadraspec technical service personnel to perform initial equipment troubleshooting 
remotely rather than immediately requiring a site visit.    

   
     
                          ii.  Communications Systems. 

Each computer is connected to either a sample Processor or a Reader using a 
USB cable.  Computers controlling Quadraspec hardware are networked locally to 
enable multiple sample Processors to feed a single Reader.  Finally, a variety of 
connections are available to the customer to enable data transfer directly from the 
BioCD software to the customerôs LIMS software.  
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iii.  Software Versions. 
The current version of BioCD is v2.9.x.  BioCD interfaces with firmware in the 

sample Processor provided by Sias.  The current firmware versions are v.1.00 build 2 
for Siasô BB boards (control y and z-motors and pipette pumps) and x-motor board and 
v.05 build 1 for the Sias I/O board. 

 
        

   iv.  Assay Types.  
Quadraspecôs BioCD platform is designed to allow the user to run a variety of 

assays.  Each assay is characterized in the software by a unique set of processing 
parameters to be used on the sample Processor and Reader.  These parameters are 
currently stored on the workstationôs hard drive in unencrypted xml format; they are 
hidden from the user but not actually access-controlled.  Each assay is associated with 
a unique barcode that, when entered into the system, triggers the appropriate 
parameter set to be launched.     

  
   

v. User Definable Parameter.  
All parameters critical to the performance of the assay are hardcoded into the 

software, triggered by the assay barcode, and unchangeable by the user.  However, a 
few data management related parameters may be edited by the user if necessary.  
These include turning on and off the LIMS export function, enabling the use of duplicate 
patient sample barcodes, and the ability to modify the length of the patient sample 
barcode.    

 
vi.  User Interface:  

Quadraspecôs BioCD software was written specifically to control Quadraspecôs 
hardware and to analyze the data obtained from the Readerôs scan of the disc.  The 
program consists of a graphical user interface (GUI) that guides the user through the 
steps of the assay process, beginning with the scanning of patient samples and ending 
with the patient results.   

The first screen a user sees upon launching the software prompts the technician 
to launch a disc (Figure 14). 

 



 

 40 

 
Figure 14.   BioCD Software ñLaunch Discò Screen. 
 
The user scans the discôs barcode and enters a name for the disc.  The barcode 

contains information used by the software to launch the correct process sequence for 
the assay being performed.  The barcode is also used to track the disc through the 
remainder of the process in order to ensure that sample identity is properly matched to 
test results.  The disc name is used for reference by the technician only. 

The next step for the operator is to load patient sample tubes into racks.  This 
process can be run offline and in parallel with another disc being processed on the 
sample Processor in order to maximize the efficiency and throughput of the system.  To 
this end, Quadraspec supplies several sets of racks each labeled with unique barcodes 
(for example: set 1 = A1, A2, A3; set 2 = B1, B2, B3; etc.).  These barcodes are 
scanned prior to loading the racks and again when the racks and the disc are loaded 
onto the sample Processor.  The following screen is displayed during the process of 
loading racks (Figure 15). 

As samples are loaded into the rack and scanned using the manual barcode 
scanner attached to the computer, the software illuminates the rack positions of the next 
sample to be loaded.  An audible cue from the scanner indicates a successfully 
scanned barcode.  Furthermore, a text log at the bottom of the GUI tracks each sample 
and its rack location as a final check.  Semi-automated and fully automated sample 
barcode scanning systems are available as optional accessories to the system if the 
customer prefers that approach. 
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Figure 15.  BioCD Software ñLoad Racksò Screen.  
 
Once the user is ready to run the assay, all components of the test including 

samples, controls, diluents, wash solutions, and the disc are loaded into the sample 
Processor.  All critical reagents (disc, control tubes, diluent tubes, and detection 
antibody tubes) are barcoded and scanned into the system.  The barcodes contain 
information about the identity of the assay to which the reagents belong, and the system 
will not allow the user to proceed with the test unless the components match.  The 
barcodes also contain unique a serial component in order to prevent a used disc or an 
empty reagent tube from being reloaded into the system.  The sample tube rack 
barcodes are also scanned again at this stage in order to link the sample identities to 
the specific test disc being run.  The following screen is displayed to the user at this 
stage of disc process (Figure 16). 

Since wash solution, system liquid, humidity system fluid, and waste containers 
have sufficient volumes for multiple runs and thus donôt require filling, emptying, or 
replacing for every assay, the software reminds the user to check these fluid levels prior 
to launching the assay.  The software provides the following screen as a quick 
reference for fluid liquid levels (Figure 17). 
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Figure 16.   BioCD Software ñDisc Processingò Screen 

 
The system does not provide actual liquid sensing capabilities; however, liquid 

levels are updated on the screen based on the nominal flow rates and process times.  
When a bulk fluid reservoir is refilled or emptied, the user must manually push the 
appropriate button on the screen to reset the levels.  If the levels drop below a pre-
determined threshold and the user attempts to launch an assay, the software will warn 
the operator before initiating the process that fluid levels may be too low (or high in the 
case of the waste reservoir) to complete the process.  

Once the user has loaded all components and verified the bulk fluid levels, he or 
she simply pushes the ñStart Sequenceò button, and the remaining steps of the process 
are completed automatically be the sample Processor.  Status bars for each processing 
steps as well as the overall process illustrate the progress of the assay.  

Several checks exist in the software to ensure that test result integrity is 
maintained.  If any of these checks fail, the software takes appropriate steps to flag the 
problem.  The first check is to see whether the pipette tips detect liquid prior to any 
sample aspiration operation.  If no liquid is detected, the sample is automatically 
invalidated and no results are reported at the conclusion of the assay.  This check is 
also displayed visually in the GUI.  A sample that is appropriately detected turns blue in 
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the rack schematic; a sample that is not detected turns red.  If liquid detection fails for a 
control aspiration, the software automatically cancels the run since proper classification 
of the controls during analysis is a prerequisite for valid sample test results.  Any 
mechanical failure in the system included pump blockages or failures to activate the 
disc chamber flap or the spinner motor also automatically cancel a run.  If humidity in 
the disc chamber remains below a predetermined threshold for the duration of the 
assay, the user is warned at the conclusion of the run that sample dry-down may have 
occurred and to check the assay results for anomalies.  Low humidity does not 
automatically invalidate the run.  

 
 

 
Figure 17.   BioCD Software ñBulk Fluid Levelò Screen 
 

 
Upon completion of the sample processing sequence, the software prompts the 

user to transfer the disc from the sample Processor to the Reader.  Since multiple discs 
can be processed through the system in parallel, the user is required to rescan the disc 
barcode at this point in time in order to maintain the integrity of the data flow.  The 
following screen in the GUI is used during the Reader scanning process (Figure 18). 
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Figure 18.  BioCD Software ñReadò Screen  

 
Once the disc has been mounted in the Reader and the disc barcode scanned, 

the user simply pushes the ñStart Sequenceò button to begin the scanning process.  The 
ñStart Sequenceò button does not become available to the user until the barcode has 
been scanned.  A status bar indicates the progress of the read. 

After completion of the scan, the user is prompted that the disc can now be 
removed from the Reader and stored per the customerôs standard procedures.  
Simultaneously, the software automatically initiates the analysis process for the data 
(Figure 19).  Several checks are performed early in the analysis process in order to 
streamline the process.  If any of these checks fail, the process is terminated rather than 
wasting time by completing the remainder of the analysis.  First, the data is checked for 
proper identification of the alignment marks on the disc well pattern.  Failure to detect 
these alignment marks causes a failure to properly identify the test wells and thus leads 
to a complete disc failure; no results are reported, and the user would have to rerun the 
samples.  Next, the software checks for proper classification of the positive and 
negative controls.  Since proper control classification is a prerequisite for valid assay 
results, a failure in the controls also results in a full-disc failure.  Again, no results are 
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reported.  Assuming these initial checks pass, the analysis algorithm proceeds to 
analyze each individual test result. 
 

 
Figure 19.   BioCD Software ñAnalysisò Screen 

 
Once the analysis is completed, the system automatically displays the results on 

the screen in tabular form as a positive or negative for each of the glycoproteins 
assayed.  The table will include the sample ID (as scanned from the barcode when the 
sample racks were loaded), the sample rack location, and the glycoproteins that were 
positive or negative in each sample test well.  An example of the result panel is seen in 
Figure 20. 

The results screen allows the user to review the results of the current test disc as 
well as those from discs run previously.  This screen also gives the user the option to 
print the results or to export them to a csv file for further analysis.    
    
                         vii. Concerns.   

An error in sample tracking during the course of sample processing, scanning, 
and analyzing could cause a result to be reported for the wrong patient, which could 
potentially result in improper diagnosis and treatment.  Extensive testing has been 
performed to ensure that the sample tracking throughout the process is accurate.  At 
present 2 million assays have been performed with the system without such an error. 
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Figure 20.  BioCD Software ñResultsò Screen  

 
Errors in the image analysis algorithm could cause faulty classifications of the 

presence or absence of one or more of the markers included in the assay.  This could 
also lead to a flawed diagnosis and improper treatment.  Several features are included 
in the system to mitigate the risk of this, including the aforementioned checks for proper 
control classification and proper well pattern identification in the analysis process.  
Further features include the presence of control spots inside each test well and the 
ability to detect anomalies in the spot patterns.  Validation of the image analysis 
algorithm has included a variety of method including analyzing simulated image files, 
deliberately causing flaws to actual test discs and ensuring proper classification or 
invalidation of test results, and running true assays with patient samples.  
        

4. Describe the principles of operation for the system.  
    

     a.   Systems design.  
Optical detection is very fast, giving the opportunity to take multiple readings 

during a short time to increase measurement accuracy.  Coupling this with the fact that 
it is very easy with immunological arrays to execute an assay for an antigen multiple 
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times within a single well using very small sample volume there is the opportunity to 
both assay redundancy and over sampling as a means to increase assay accuracy.   

A second issue is how to increase sample throughput.   High throughput 
immunological assay systems generally have multiple sample wells within the same 
assay plate, as in the case of microtiter plates.  An issue with multiple well plates is how 
to read them quickly and accurately. 

The Quadraspec Inspira Sample Processor, Sample Reader, and compact discs 
(BioCD) address these two issues by using a circular disc with multiple assay wells 
placed around the periphery.  Each of up to several hundred samples wells on a single 
disc contains a 128 elements antibody array.  Because of the large number of array 
elements within a sample well, each antigen is assayed at least 10 times with the same 
antibody within a single well.  Immunological complex formation is carried out in a 
fashion similar to that used with a microtiter plate except that washing is achieved by 
flooding the disc with buffer while spinning the disc at high speed.  Washing buffer is 
transported across the surface of the disc by centrifugal force, washing all wells 
simultaneously.    

Antigens bound at antibody array elements are detection by placing the disc on a 
platform that is rotated at 6000 rpm, bringing array elements under a detection head 

composed of a laser having a 20 mm laser beam and a detector for detecting light 

emerging from the disc.  Array elements pass under the detection head on a msec time 

frame during which time a portion of the 150 mm diameter array element is irradiated by 
the laser beam.  Multiple array elements are irradiated during a single revolution of the 
disc.  The laser beam is left at a radial position for 3-10 revolutions of the disc.   The 
degree of over sampling is user specified.   The laser beam and detector are rastered 
toward the center of the disc in a stepwise fashion until all array elements on the disc 
are read.   The system is capable of reading more than 107 array elements in 30 min. 
         
                b.  Physics of interferometric detection. 
 Spinning disc Interferometry (SDI) is a relatively new detection method compared 
to fluorescence.   For this reason a more in depth discussion of the technique is 
presented.  
   

i.  Interferometric Quadrature 
Interferometry compares two light waves. One light wave is the reference wave. 

It acts like a high-precision meter stick. The other light wave is the signal wave.  It is 
identical to the reference, with the single exception that it has passed through a thin 
layer of material, such as biomolecules bound to a surface. The peaks and troughs of 
the signal wave field are compared with the peaks and troughs or the reference wave.  
Relative shifts of the peaks and troughs (known as the phase of the wave) can be 
measured with picometer resolution. These shifts provide the information about how 
many molecules are in the surface-bound layer.  The key to interferometric sensitivity is 
the condition known as phase quadrature. This is the condition where the signal and the 
reference waves have a 90o relative phase shift. In this condition, a shift in the phase of 
the signal is transduced linearly to a change in intensity at the detector. Furthermore, in 
phase quadrature, the conversion factor of phase-to-intensity is a maximum.  Clearly, 
for high-precision interferometry, it is necessary to stabilize the phase between the 
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signal and the reference waves to high accuracy. In many interferometers this phase 
stabilization is very difficult, requiring expensive vibration isolation systems to shield the 
interferometer from mechanical disturbances. However, there is a class of 
interferometers known as common-path interferometers. In these systems the signal 
and the reference waves share common paths through the entire system. Only in a 
microscopic portion of the system, in the sample region, do their paths vary. Because of 
the common path, these interferometers require no path length stabilization and hence 
are ultra stable and inexpensive.  The system uses common path interferometers. The 
common-path architecture makes it possible to make high-precision surface height 
measurements down to a picometer on the surface of the spinning disc, even though 
the disc surface may be wobbling by many microns.  

 
ii.  The reason for spinning discs. 

The act of spinning is of fundamental importance to achieving high 
interferometric sensitivity. The advantage of spinning over stationary interferometric 
detection comes from the advantage of high-frequency sampling in the presence of 1/f 
noise. Almost all measurement systems are dominated by 1/f noise, in which the noise 
spectrum increases at lower sampling frequency. Static measurements, also known as 
DC measurements, occur at the very peak of the 1/f noise spectrum and are hence the 
least advantageous to achieving good signal-to-noise ratios. On the other hand, if the 
sampling frequency is high, it significantly reduces the noise. It is not uncommon in 
optical systems to suppress the noise floor of the detection at high frequency by 50 dB.  
Conversely, it is extremely difficult to engineer 50 dB of gain into a system. Therefore, 
the very simple act of spinning is the key to the advantage of the BioCD over other 
systems like SPR. 

To get a sense of the signal-to-noise advantage of spinning disc interferometry, it 
is instructive to perform a back-of-the-envelope calculation of signal to noise ratios, 
comparing static detection to spinning detection. We assume equal-time measurements 
for this comparison to give the two cases equal signal values S : Tm2 , where Tm is the 
total measurement time for a single pixel within a protein spot. The difference is that the 
static measurement makes a single measurement in the time Tm, while the spinning 
measurement makes n-measurements accumulated over n rotations. The power-
spectrum noise of the measurement scales according to 
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where fsamp is the sampling frequency, and BW is the detection bandwidth. For a static 
measurement, fsamp = 1/Tm and BW = 1/Tm. Conversely, for spinning fsamp = n/Tm, 
where n is the total number of sub-measurements that combine to equal Tm, and the 
bandwidth is again BW = 1/Tm. Therefore, the signal-to-noise ratios of these two cases 
are 
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which gives spinning an n-fold increase in the signal-to-noise ratio. 

This result is best understood by thinking of noise as drifting signal strength. The 
act of spinning takes n samples spread out over many rotations. The total time of these 
n samples is the same as when only a single measurement is made in the static case. 
However, for the single static measurement, the signal could be acquired during a 
statistical excursion from the mean value. The same is true for any one measurement 
out of the n for the spinning case. However, in the spinning case, by spreading out the 
measurements in time, the excursions from the mean value fluctuate randomly from 
measurement to measurement and hence tend to cancel out. An equivalent way of 
understanding this is simply that the higher sampling frequency of the spinning case 
moves the detection farther away from 1/f noise. This simple analysis illustrates the 
immediate advantage obtained by high-speed spinning detection when the system 
noise is dominated by 1/f noise. 

 
ii. In-line Quadrature 

In-line quadrature takes its name from the planar optical configuration that places   
a partially-reflecting reference surface in the same line as the signal beam. For 
example,  a dielectric layer on top of a reflecting surface provides a partial reflection. 
Furthermore,  if the optical thickness of the layer is an eight-wavelength, then the wave 
reflected from  the top surface has a 90-degree phase offset from the lower high-
reflecting surface. The  thin film is mechanically stable, and thus the interferometry is 
stable, without the need for  any phase or path stabilization. 

To analyze the performance of in-line quadrature, we begin with the normalized 
two-dimensional intensity distribution of the incident Gaussian beam 
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 The dimensional diffraction problem is considered in the Fraunhofer regime.  The 
reflect near field is 
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is a complex-valued function that plays the role of phae, where ɖp is the protein 
refractive index and l is the free-space wavelength of the light. In this expression rp is 
the reflectivity of the air-protein interface, and r is the original surface reflectivity.  

The surface topology, including the motion of the disc, is contained in the real-
valued height function h(x +ɖ, y) , here ɖ = īvt , and v is the linear speed of the disc at 
the radius of the probe beam. Performing the integral yields the expression 
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which is the convolution of the beam shape with the protein profile. The in-line signal 
depends on the imaginary (90-degree phase) component of the phase. This component 
is maximized when the thickness of the dielectric layer is nearly an eighth wavelength, 
establishing the quadrature condition. 
 

iii.  Oxide on Silicon.  
Silicon is one of the most common materials available because of its importance to the 
electronics industry. It therefore is a good substrate choice for economic reasons, as 
well as for its compatibility to thermal oxide coatings. Thermally-grown silicon dioxide on 
silicon is one of the most nearly perfect dielectric structures. It also provides a good 
refractive index difference between both air/oxide and oxide/silicon interfaces.  The 
intensity response to immobilization of a monolayer of antibody is shown in Figure 21 as 
a function of the oxide thickness. Two channels are shown: differential phase contrast, 
and in-line, including a quadrature sum of these two channels. Differential phase 
contrast is a maximum for an oxide thickness near 100 nm. However, the in-line 
channel passes through zero at this condition. The in-line channel is maximized on 
either side of the phase-contrast peak, at conditions near eight-wave. In practice, the in-
line maximum on the high-thickness side is used, because a protein layer leads to an 
increase in signal.  This makes it possible to distinguish between thin layers (with 
positive signal) and light loss from scattering (with negative signal). For in-line BioCD 
applications, we operate at an oxide thickness of approximately 120 nm. 

The sensitivity of interferometry to surface-bound mass is a function of the 
number of statistical samples that are acquired. This means that often-quoted values of 
mass sensitivity in units of mass per area are not intrinsic properties of the detection 
system. However, it is possible to derive a scaling surface mass sensitivity that is an 
intrinsic property. 
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Figure 21.  Intensity modulation in response to an 8 nm monolayer of antibody showing 
the response of the phase and intensity channels and their summation in quadrature. 
 

To derive the experimental scaling mass sensitivity of the BioCD, we performed 
an experiment on a protein-spotted disc in which the disc was washed for 20 hours in a 
PBS solution containing 10 ng/ml casein. The disc was scanned prior to and after the 
wash, and the scans were differenced to measure the change in protein mass in 
addition to noise contributions. A histogram of the root variance of the data differenced 
between the two scans is shown in Figure 22 below for a region containing 
approximately 1000 antibody spots. The maximum root variance of the height difference 
is 46 pm. This is the root-mean-squared height measurement error per focal spot area. 
It is dominated by the mass variability caused by the 20 hour wash and also by 
mechanical performance of the system (repositioning error between scans).  The root 
variance of 46 pm in the surface height corresponds to 5 femtograms of protein per 
focal spot with a diameter of 15-20 microns. Assuming Gaussian random statistics, the 
surface height sensitivity at the scale of 1 mm is given by 
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where afoc is the area of the focused laser spot and ȹhmeas is the root variance in the 
height difference. For ȹhmeas = 46 pm and afoc = 200 ɛm2 this gives ȹhmm = 0.65 pm.  
The mass associated with this protein height is ȹmmm = ȹhmmɟm1mm2 which, for ȹhmm = 
0.65 pm gives ȹmmm = 0.25 pg. The appropriate scaling mass sensitivity is therefore   
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which has the units of mass per length. To obtain the minimum detectable surface mass 
density the scaling sensitivity is divided by the square-root of the sensing area. For a 
square millimeter this is 
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This area-dependent sensitivity is better than the best values determined by SPR. This 
sensitivity is gained without the need for resonance and hence is much more robust and 
easy to manufacture than other interferometric or resonance approaches. 
 

                         
Figure 22.  Histogram of the root height variance between two scans of the same disc 
before and after a 20 hour buffer wash. The maximum is at 46 picometers. 
 
     

     c.   Laser induced fluorescence detection. 
The low power laser used for SDI detection in the Quadraspec Integra Reader also 

allows for laser induced fluorescence (LIF) detection, albeit at low sensitivity.   A second model 
of this instrument uses a separate, high power laser for high sensitivity detection in addition to 
SDI detection. 

Laser-induced fluorescence (LIF) is the result of optical emission from molecules that 

have been excited to higher energy levels by absorption of electromagnetic radiation from a 
laser. The main advantage of LIF as opposed to absorbance is that detection is achieved at a 
different wavelength than excitation.  This means that very high excitations energies can be 


